Implantation of permanent dual chamber pacemaker in a pregnant woman by transesophageal echocardiographic guidance.
A 37-year-old woman complained of fatigue and dizziness because of intermittent sinus arrest and asystole up to 5.2 seconds. She was 3 months into her pregnancy and a dual chamber permanent pacemaker was implanted by transesophageal echocardiographic guidance.